of blood compatibility and is often referred to as hemocompatibility. The interaction between circulating blood and the surface of biomaterials is related to blood compatibility. The blood compatibility of DLC films has been intensively investigated. The results showed that DLC films possess excellent compatibility with blood; they inhibit platelet adhesion and activation, thus reducing Diamond-like carbon (DLC) material is used in blood contacting devices as the surface coating material because of the antithrombogenicity behavior which helps to inhibit platelet adhesion and activation. In this study, DLC films were doped with boron during pulsed plasma chemical vapor deposition (CVD) to improve the blood compatibility. The ratio of boron to carbon (B/C) was varied from 0 to 0.4 in the film by adjusting the flow rate of trimethylboron and acetylene. Tribological tests indicated that boron doping with a low B/C ratio of 0.03 is beneficial for reducing friction (μ = 0.1), lowering hardness and slightly increasing wear rate compared to undoped DLC films. The B/C ratio in the film of 0.03 and 0.4 exhibited highly hydrophilic surface owing to their high wettability and high surface energy. An in vitro platelet adhesion experiment was conducted to compare the blood compatibility of TiNb substrates before and after coating with undoped and boron doped DLC. Films with highly hydrophilic surface enhanced the blood compatibility of TiNb, and the best results were obtained for DLC with the B/C ratio of 0.03. Boron doped DLC films are promising surface coatings for blood contacting devices.
Deposition of boron doped DLC films on TiNb and characterization of their mechanical properties and blood compatibility
Shahira
Introduction
Diamond-like carbon (DLC) films are a promising surface coating material for blood-contacting biomedical devices such as artificial hearts, artificial valves and stents, owing to their chemical inertness, excellent mechanical and tribological properties, and biocompatibility. [1] [2] [3] Biocompatibility can be considered in terms the risk of thromboembolism. [4, 5] However, one of the major limitations of DLC films is their poor adhesion on metal substrates due to their high internal stress. [6] The adhesive strength of the DLC films can be improved significantly by fabricating a thin interfacial layer of silicon between the DLC and the metal substrate, [7] by annealing, [8] or by element doping. [9] Several works on boron incorporation into carbon films have indicated that boron can reduce the internal stress. [10] [11] [12] He et al. [12] reported that boron doped DLC with approximately 10 at.% of B (boron) exhibits 65% less stress than undoped DLC film. Previously, boron doped DLC films with 25.8 at.% of B was prepared by pulsed plasma chemical vapor deposition (CVD) on silicon substrates and their tribological performance was investigated. [13] The results exhibited tremendous boundary oil lubricated behavior for boron doped DLC film which has lower friction coefficient and wear rate than undoped DLC film. Low modulus of elasticity and pore growth under boundary lubrication conditions of film material properties are responsible for better performance. However, the use of a BC film as a blood-compatible coating on implants has not been explored yet. A study by Ahmad and Alsaad [14] only focused on enhancing the DLC-substrate adhesion strength through the use of boron as an additive to form a boron doped DLC films for bone fixation. Boron might have excellent biocompatibility properties, because of the wide range of uses of this element in the human body. [15] [16] [17] Most blood contacting medical devices (such as a stent) are made from NiTi alloys. [18] However, several issues have limited the use of NiTi alloys, e.g. toxicity and corrosion. TiNb alloys have been found to be capable substitutions of NiTi alloys for biomedical blood contacting devices due to their lower cytotoxicity and higher corrosion resistance properties. [19, 20] McMahon et al. suggested that TiNb alloys can be used for stents because they exhibit the highest total recoverable strain among the Ti-based shape material alloys including NiTi alloys. [20] Research on the corrosion behavior and biocompatibility of TiNb alloys are still in the progressive stage; however, it found very rear to study on the blood compatibility of TiNb alloys. Hence, it is essential to evaluate the blood compatibility of coated and uncoated TiNb alloy material for stents. The blood compatibility of uncoated and coated TiNb alloy was investigated by an in vitro platelet adhesion experiment where Ti alloy was used as the control material.
Experimental details
This study was divided into two parts to evaluate the potential of boron doped DLC films as a coating for blood-contacting equipment such as stents. The first part of the study was focused on the characterization of deposited film on silicon substrate. This part has been performed to understand the mechanical and tribological behavior of boron doped DLC before the stent implantation. Their surface properties such as surface roughness and wettability were also studied. These characterizations are considered important in determining coating properties which are critical to their development. In the second part, the blood compatibility of boron doped DLC films deposited on TiNb alloy was evaluated.
Film deposition
Conventional DLC and boron doped DLC films were prepared on (100) silicon and TiNb substrates using pulsed plasma CVD. CVD technique was used because the deposition process involves depositing a boron doped DLC from a gaseous phase. The surfaces of biomedical TiNb (23 at.% Nb) and Ti grade 2 (JIS H 4600) substrates with a diameter of 10 mm and thickness of 1.5 mm were ground by abrasive paper (100 to 2000 grit) to remove surface defects and contaminants. The TiNb and Ti substrates were subsequently polished by water milling to obtain a mirror surface. Finally, all substrates were cleaned through the ultrasonic process with the help of distilled water, methanol, and acetone for 40, 20 and 20 min respectively. The polished and cleaned substrates were loaded into a deposition chamber by positioning on a sample holder. A turbomolecular pump was used to evacuate the chamber and maintained the background pressure below 4.0 × 10 −7 Pa. To generate plasma, a 14 kHz monopolar pulsed power was applied and a 2.1 W input pulsed power was used for 44.2 μs for film deposition. Before deposition, the substrate surfaces were sputter-cleaned by Ar (Argon) plasma for 2 h when the gas flow rate was maintained at 30 cm 3 min -1 and voltage of -3 k. C 2 H 2 was used for DLC films deposition and a mixture of C 2 H 2 and B(CH 3 ) 3 (trimethylboron, TMB) were used for boron doped DLC film deposition. TMB was selected as a boron source because of its lower toxicity than other boron sources. [21] Boron doped DLC films with different boron contents were deposited by changing the flow rate ratio of C 2 H 2 to TMB. The boron doped DLC film with the highest boron content was prepared using TMB only. In this study, a DLC interlayer was employed between the boron doped DLC film with the highest boron content and the silicon substrate used in the tribological test to prevent oxidation-induced delamination. In our previous study, we reported that this film consists of pores and that the diffusion of moisture through the pores can cause delamination. [13] To improve the film adhesion, an interlayer was deposited between the DLC and boron doped DLC and the TiNb substrate using tetramethylsilane (TMS). The deposition conditions are shown in Table 1 . 
Film composition

Evaluation of mechanical and tribological properties
A maximum indentation depth approach (less than 10% of coating thickness) was employed to measure the film hardness and Young's modulus with the help of a PICODENTOR HM-500 equipment from Fischer Instruments K.K. (Saitama, Japan). The measurement was accomplished at 100 dissimilar location and the indentation load was used 0.8 mN for the 1-1.8 μm-thick deposited film. The DLC films are frequently utilized as coating purpose and forms a tribo-system with carbon steel material in biomedical devices. Thus the wear and friction characteristics of direct contact between steel and DLC was investigated at dry condition with the help of a ball-on-disk tribometer (S-DLC1). [22] In the ballon-disk sliding tests, a steel ball was utilized and the modulus of elasticity and Vickers hardness were found 210 GPa and 800 HV, respectively for stainless steel ball of 6 mm diameter. A normal load of 1 N was applied to the ball while passing against the film. This experiment was conducted at ambient conditions (i.e. 32-56% relative humidity and 25°C) and the sliding speed was maintained at 0.209 m s −1
. The time taken for each run experiment was about 250 min for 100,000 cycles. A VK-9700 (KEYENCE, NJ, USA) 3D laser scanning microscope was employed to observe the cross sectional area of the worn track and the wear volume loss was calculated. Later, the wear rate was determined as the ratio of wear volume and the sliding distance.
2.4.
Surface roughness, contact angle, and surface energy SPA300 (SII Seiko Instruments Co., Ltd, Chiba, Japan) atomic force microscopy (AFM) instrument was used to analyze the surface roughness (R a ) of the sample. On the surface, 10 different locations in a 2 μm × 2 μm area was chosen for measuring the R a values. The corresponding standard deviation were derived from the 10 replicates and the average value was presented as the result.
The assessment of static contact angles of droplets of distilled water, hexadecane and diiodomethane (1 μl each) on the sample surfaces refers to the wettability of each film. Image of the droplets were captured by a digital camera. The contact angles were measured using ImageJ software. [23] Four different locations on the surface were considered for measuring the angle and the average was presented as a result. An unpaired t-test was performed to find the significant level where p < 0.05 was reflected statistically significant. In accordance with Kitazaki and Hata, [24, 25] the extended Fowkes theory has been used to calculate the surface energy of the samples from the measured contact angles. The surface energy of the liquids used in the calculation are shown in Table 2 .
In vitro platelet adhesion experiments
This research work has been approved by the Research Ethics Committee of the Institute of Biomaterials and Bioengineering, Tokyo Medical and Dental University (no. 7, 26 March 2013). The subjects of this research have signed an informed consent form. The in vitro short-term platelet adhesion experiment protocol was in accordance with the procedure reported by Tanaka et al. [28] Fresh blood plasma (20 ml) was collected from a healthy adult. Anticoagulant blood was prepared by mixing fresh human blood with sodium citrate. The sodium citrate concentration was 3.8 wt.%, and the volume ratio of the sodium citrate and the fresh blood was 1:9. Centrifugation was performed at 900 rpm (140 g) for 15 min using a centrifuge (2410, Kubota Corp., Osaka, Japan) to obtain a platelet-rich plasma (PRP). Subsequently, a part of the PRP was centrifuged for 15 min at 2900 rpm (1370 g) to obtain platelet-poor plasma (PPP). The density of the platelets was adjusted in the PRP to 1 × 10 5 μl -1 by dilution with the PPP. 0.25 mol l -1 of CaCl 2 solution was added to the PRP for a high oxygen concentration due to the oxidation process, which generally occurs during the deposition and post-deposition. The B/C ratio was calculated from the atomic composition percentages of B and C. In accordance with the calculation, boron doped DLC films deposited in this study are hereafter categorized as having B/C ratio of 0.03, 0.1 and 0.4. The binding energy information of the C1s and B1s peaks obtained by XPS analysis is shown in Table 3 . It was observed that the binding energy of the main C1s peak of the deposited films slightly decreased from 284.1 to 283.8 eV with increasing boron content, while the binding energy of the main B1s peak increased from 188.9 to 189.3 eV. The shift of the C1s peak to a lower binding energy with increasing boron content can be attributed to the occurrence of C-B bonding and an increase in sp 2 bonding. [32, 33] This result indicates that the boron incorporated in DLC in this study changed the structure of the DLC film. For the boron doped DLC film with a B/C ratio of 0.4, the main C1s and B1s peaks are at 284.7 and 191.2 eV, respectively. This finding indicates that the structure of this film is different from that of the boron doped DLC films with B/C ratios of 0.03 and 0.1 owing to the deposition of TMB only.
Further analysis was carried out by FTIR spectroscopy to determine the bonding structure of carbon, hydrogen, and boron atoms in the boron doped DLC films. The spectra of the deposited samples obtained from FTIR are shown in Figure 1 . There the fingerprint region (1350 to 1700 cm −1 ) contains overlapped peaks that were assigned as follows: 800-880 cm −1 to the C-H out-of-plane bending, 1100-1400 cm −1 to the C-H x bending mode, 1400-1600 cm −1 to the aromatic sp 2 C stretching modes and 1500-1700 cm −1 to the olefinic sp 2 C stretching modes. [35] Another strong absorption band at 1250-1280 cm −1 is attributed to the B-C stretching modes. [36] In this study, C-C sp 3 bonds could not be detected by IR absorption because they have a very small dipole platelet activation. Before the experiment the samples were ultrasonically cleaned in ethanol for 10 min and incubated for 30 min at 37°C. On the top of the samples, 2 μl of the PRP was seeded and incubation was carried out at 37°C for 5, 10, and 15 min. During incubation, some of the platelets interacted with and adhered to the surface. After that, the samples were washed with phosphate-buffered saline (PBS; pH 7.4) until all unconglutinated platelets were removed. The adherent platelets were then fixed for 2 h at room temperature in 2 wt.% glutaraldehyde solution. After fixation, the samples were washed and dehydrated three times in a graded ethanol series (30, 50, 70, 90, 99 .5%) for 15 min each then in 99.5% ethanol dehydrated by sodium sulfate for 8 min. Then, the specimens were dried by supercritical drying using CO 2 . Finally, the specimens were examined by optical microscopy (OM) and scanning electron microscopy (SEM). For the SEM observation, dry samples were coated with gold. The number and the morphology of adherent platelets were measured to determine the blood compatibility of the surfaces. The platelet coverage per unit area (850 μm × 550 μm) was investigated via binary imaging using computer-aided ImageJ analysis software. Measurement was performed at 10 randomly selected areas on each surface. The number of adherent platelets is expressed as the percentage platelet coverage area and the standard error. Values were compared statistically by an unpaired t-test. Results with p < 0.05 were considered to be statistically significant. Several researchers used the same approach in order to study the blood compatibility of deposited film. [29] [30] [31] Table 3 lists the atomic content, the B/C ratio, and the binding energy of the C1s and B1s peaks of the deposited films obtained from XPS analysis. The boron content in the boron doped DLC films increased to 2.6 and 9.2 at.% when the TMB flow rate was increased to 3 and 10 cm 3 min -1 , respectively, with a constant gas flow rate of C 2 H 2 . The chemical composition of amorphous boron carbide film deposited using only TMB was 25.8 at.% boron, 60.2 at.% carbon and 14 at.% oxygen. [13] The atomic concentration of boron for this film is consistent with the chemical formula of TMB, that is, B(CH 3 ) 3 . However, this film had the boron doped DLC film with B/C = 0.1 had a hydrophobic characteristic that resulted in lower wettability (p < 0.05) and a lower surface energy than the film with moment, and were likely swamped by multiple overlapping peaks in the fingerprint region. Meanwhile, the absorption band around 2900 cm −1 was attributed to CH stretching modes. [36] The weak absorption band of the B-H bond appears at a wavenumber of approximately 2500 cm −1 . [34] 3.2. Surface roughness, contact angle, and surface energy Figure 2 displays the surface roughness (R a ) of the Ti, TiNb, and DLC films and the boron doped DLC films obtained from AFM measurement. The results show that the boron doped DLC film with B/C = 0.03 had the smoothest surface. The water contact angle was measured and the surface energy was calculated to determine the hydrophilic properties of the films. Figure 3 shows the obtained contact angles with distilled water for six different samples including uncoated Ti and TiNb substrates.
Results and discussion
Chemical compositions and bonding
The results indicate that all the samples in this study had hydrophilic surfaces. It was also observed that the DLC film and the boron doped DLC films with B/C = 0.03 and 0.1 had higher contact angles than the Ti and TiNb substrates. The boron doped DLC film with B/C = 0.4 exhibited the lowest contact angle, indicating its highest wettability among the samples. The surface energy of the deposited films was calculated to investigate the factors that affect the wettability of the deposited films.
The total surface energy of the deposited films can be expressed as the sum of the dispersion component ). Figure 4 shows the total surface energy of the DLC and boron doped DLC films coated on a TiNb substrate. The total surface energy of the boron doped DLC film with B/C = 0.03 was highest among the deposited films. The large polar contribution was found to be the dominant factor contributing to the high surface energy for this film. Different forces and interactions between atoms and molecules at the interface such as hydrogen bonds, covalent bonds and dipole-dipole interactions have determined the polar component. [31, 37] Agathopoulos and Nikolopoulos [38] suggested that the larger the contribution of the polar component to the surface energy, the greater the tendency of the surface to attract polar liquids and the higher the hydrophilicity. According to the IR spectra, this film consisted of B-C bonds which are known to be polar bonds with a hydrophilic characteristic. The hydrogen bonding component was also found to play a minor role in the higher surface energy of the boron doped DLC film with B/C = 0.03 than those of the DLC film and the boron doped DLC film with B/C = 0.1. The latter two films had a low hydrogen bonding component owing to the presence of C-H bonds in both films and B-H bonds in the film with B/C = 0.1 according to the IR spectra. These are known to be nonpolar bonds as they cannot form hydrogen bonds. This finding indicates that increased to of 62.2 GPa at B/C = 0.4. This may have been due to the different chemical bonding configuration of the boron doped DLC film with B/C = 0.4 resulting from the deposition of TMB only. Decreases in the hardness and Young's modulus with increasing boron content are usually associated with the reduced effect of boron on the coordination in the carbon network.
[11] Figure 6 shows the friction coefficients and wear rates of the DLC and boron doped DLC films obtained from the ball-on-disk tests. Figure 6(a) shows the friction coefficients of the DLC film and the boron doped DLC films with different B/C ratios under a dry condition. All the boron doped DLC films exhibited a lower friction coefficient than the DLC film, including the multilayer film with B/C=0.4, at which our previous study showed the boron doped DLC layer was completely removed after 20,000 sliding cycles. [13] The film with the low B/C ratio of 0.03 exhibits the lowest friction coefficient. The friction coefficient was 0.25 after a running-in period of approximately 10,000 sliding cycles, then decreased to a steady-state value of 0.1. In our previous study, we claimed that boron doped DLC films have a lower friction coefficient than DLC under a dry condition owing to the lower pressure in the contact area due to the low modulus of elasticity and the effect of the transfer layer attached to the steel counter face, which can change the tribological properties significantly. [13] The results for the friction coefficient in this study indicate that the film with B/C = 0.03 is beneficial for reducing friction despite its slightly higher wear rate than the DLC film. The wear rate of the films increased with the boron content as shown in Figure 6 (b). This expected behavior was due to the lower indentation hardness, as described above, which gives rise to greater material loss related to the ductile failure induced by the Hertzian nature of the contact. [39] In this study, it was difficult to relate the friction and wear with wettability or surface energy of the deposited samples because the tribological tests have been conducted in a dry condition. However, this relationship can be easily explained by referring to our previous study where the tribological tests were conducted under oil B/C = 0.03. In addition, the DLC film was also hydrophobic characteristic owing to its low surface energy, although its wettability was similar (p > 0.05) to that of the film with B/C = 0.03. For the film with B/C = 0.4, the hydrogen bonding component made a major contribution to the surface energy. The larger hydrogen bonding component is due to the presence of B-O bonds on the surface, as confirmed from the XPS analysis, which easily form hydrogen bonds with polar water. Overall, the results indicate that the wettability of the deposited films was determined by the chemical structure at the surface. Figure 5 shows the hardness and Young's modulus of the DLC film and the boron doped DLC films as a function of their B/C ratio. The DLC film without B exhibited the highest hardness of about 13.6 GPa and a Young's modulus of about 92.5 GPa. As the B/C ratio increased to 0.03, the hardness and Young's modulus decreased to 10.9 and 58.8 GPa, respectively. For the highest B/C ratio of 0.4, the hardness was about 8.1 GPa. The Young's modulus decreased to 44 GPa for the film with B/C = 0.1 and Figure 8 displays the coverage area of aggregated fibrin and platelets and adherent and activated platelets on the sample surfaces observed by optical microscopy (binary image) over an area 850 μm × 550 μm ( Figure  9 ) after 15 min incubation. The platelet coverage areas were manually calculated using ImageJ analysis software in the common area for adherent platelets on the surface of the deposited films, as indicated by yellow arrows in Figure 8 . [23] In Figure 9 , the black area is characterized as adherent platelets for all samples except for TiNb, for which aggregated fibrin and platelets covered almost the entire surface. The values in Figure 8 represent averages of 10 measurements. This result clearly demonstrated that the coverage areas of aggregated fibrin and platelets for the deposited films on TiNb substrates were significantly smaller than those for the uncoated TiNb substrates. It was observed that the boron doped DLC films with B/C = 0.03 and 0.4 exhibited similar coverage areas of adherent and activated platelets (p > 0.05). The DLC film and the boron doped DLC film with B/C = 0.1 also had similar percentages of adherent platelets (p > 0.05). However, the coverage areas of adherent platelets for boundary lubricated conditions. [13] The results of wettability measurements indicate that all deposited films had hydrophilic surfaces, including the DLC films in this study. Dresselhuis et al. [40] mentioned that oil wets hydrophobic surfaces much better than hydrophilic surfaces. Therefore, oil should be a better lubricant for hydrophobic than for hydrophilic surfaces. During the tribology test, when the flat film surface is hydrophilic, the layer of oil which is initially on the film has been immediately taken away. So in this case the oil does not make a layer which is capable to reduce the friction. However, in this study boron doped DLC with B/C = 0.4 exhibited pores on the film surface. Thus, pores can act as oil reservoirs in the tribological system, which prevent fluid film breakage and result in a low friction coefficient.
Mechanical and tribological properties
Platelet adhesion
Platelet adhesion and activation on foreign material surfaces play a central role in the thrombosis of blood-contacting medical devices. Therefore, platelet adhesion and activation must be assessed to determine the blood compatibility of a new material. In this study, the quantity and morphology of platelets on the surfaces of the deposited films were examined as to determine the blood compatibility of the deposited films. Figure 7 shows photographs of platelets on the surfaces of uncoated Ti and TiNb substrates, and DLC and boron doped DLC films coated on TiNb substrates after incubation times of 5, 10, and 15 min. The aggregated fibrin and platelets on the surface of uncoated TiNb alloy are predominant compared with on the other samples after a 15 min incubation time. The DLC and boron doped DLC films coated on TiNb substrates improved the blood compatibility of the TiNb substrates by suppressing the aggregation of fibrin and platelets on the film surfaces. It is clearly shown that the boron doped DLC film with B/C = 0.03 coated on a TiNb substrate exhibited the least amount of aggregated fibrin and platelets. In the present study, a large number of activated platelets with a certain degree of spreading were observed on all the sample surfaces. For the TiNb surfaces, a large fibrin network was found after 5 min incubation. After 10 min incubation, the aggregation of fibrin and platelets was clearly observed with all the platelets linked with each other. After 15 min, the aggregated fibrin and platelets appeared to be thicker than after 10 min incubation. For the DLC and boron doped DLC films, the spreading and circularity of the activated platelets in the form of pseudopodia were observed after incubation for 15 min. However, the adherent platelets on the surface of the film with B/C = 0.03 were nearly round and had fewer pseudopodium states. In comparison, the platelets that spread over the surfaces of the other deposited films had pseudopodium states. Note that, among the deposited films, the film with B/C = 0.03 provided the least platelet activation, indicating the lowest risk of thrombus formation. From the SEM observation, the platelet adhesion and activation levels can be summarized as B/C of 0.03 < B/C of 0.4 < DLC = B/C of 0.1. Figure 10 shows SEM images of the platelets adhered to the uncoated Ti and TiNb substrates and the DLC and boron doped DLC films coated on TiNb surfaces after incubation times of 5, 10, and 15 min. The SEM images were captured on surfaces with common patterns of adherent platelets as indicated by the yellow arrows in Figure 7 . We observed that the white substance present in Figure 7 was the platelets and fibrinogen. From the SEM observation, the activation of platelets can be judged from the changes in their morphology. A structural change is believed to lead to activation promoting the thrombus cascade process. During activation, the platelets attach to the sample surface and lose their round shape, form pseudopodia, and spread over the surface. [41, 42] This then leads to fibrin network formation and the subsequent aggregation of fibrin and platelets to form a thrombus. Many studies have demonstrated the factors that affect the blood compatibility of biomaterials, which include surface roughness, wettability and surface charge density [43] [44] [45] [46] Our approach in this study involves the characterization of surface properties such as surface roughness, wettability, and surface energy that influence the blood compatibility of the deposited films. However, the surface roughness of the deposited films is not considered to be an important factor determining blood compatibility because it is at the nanoscale (below 100 nm). [46] From the coverage ratio of the aggregated fibrin and the morphology of the adherent platelets, the boron doped DLC films with B/C = 0.03 and 0.4 exhibited better blood compatibility than the DLC film and the film with B/C = 0.1. However, the platelet activation morphology indicated that the activated platelets on the film with B/C = 0.03 were nearly round with less pronounced pseudopodium states, while the film with B/C = 0.4 exhibited activated platelets that spread and pseudopodium states. From this observation, it is suggested that the film with B/C = 0.03 had better blood compatibility than the film with B/C = 0.4. owing the effect of the special features on the surface of the film with B/C = 0.4 on blood compatibility can be neglected owing to its nanoscale pore size. Further study is required to confirm the negligible effect of pores on the blood compatibility of the film with B/C = 0.4.
The synthesized boron doped DLC film appears to be a potential new surface modification for blood-contacting devices such as stents. As mentioned in the Introduction, TiNb alloys are reported to be an alternative to NiTi alloys as material for stents due to their lower cytotoxicity and high corrosion resistance. [19, 20] However, this study has proved that the uncoated TiNb substrates exhibit aggregated of fibrin and platelet after incubation for 15 min. On the other hand, the DLC and boron doped DLC films coated on TiNb substrates exhibit least platelet activation compare with uncoated TiNb substrates, indicating low risk of thrombus formation. Note that, the addition of boron in carbon film (2.6 at.% B) improves the blood compatibility due to low platelet adherent and activation compared to DLC. These observations support the present suggestion that boron doped DLC with B/C ratio of 0.03 (2.6 at.% B) may be the optimum composition for an antithrombogenic surface on a blood-contacting device.
We believe that boron doping of DLC films is appropriate and safe for their use in biomedical applications. The biocompatibility of boron-containing materials has been addressed by several researchers. Bahl et al. [57] studied Ti-6Al-4 V alloy doped with 0.1 wt.% boron. Cells were well spread on the doped alloy indicating a good biocompatibility. Weber et al. [58] implanted boron into the surface of Ni-Ti shape memory alloys used in stents. The acceptable boron concentration in stents was 0.005-0.5 wt.%. Based on these references, we believe that boron doped DLC films can be safely used in biomedical applications, especially at low boron concentrations such as 0.03 B/C (2.6 at.% B).
Conclusions
In this study, we prepared boron doped DLC films with different B/C ratios (0 to 0.4) by controlling the flow rate of TMB in the reaction gas mixture with C 2 H 2 . The nanoindentation hardness was found to decrease from 13.6 to 8.1 GPa with increasing B/C ratio. The Young's modulus decreased as the B/C ratio increased except for the film with B/C = 0.4. From the mechanical and tribological evaluation, the results indicated that DLC has a better performance than boron doped DLC film except for the friction coefficient (μ = 0.1 for the film with B/C = 0.03 and μ = 0.2 for DLC film). These results may suggest that DLC film can increase the useful life of the stents. Boron doped films with B/C ratios of 0.03 exhibited a better blood compatibility than undoped DLC films and uncoated Ti and TiNb substrates. Such films can suppress the thrombus generation, which is a major problem after stent placement and can trigger
In the previous discussion, the films with B/C = 0.03 and 0.4 were characterized as having the highest hydrophilicity among the deposited films. This finding indicates better blood compatibility can be attributed to high hydrophilicity. The correlation between hydrophilicity and the reduction of platelet adhesion has been confirmed in several studies [43] [44] [45] [46] Plasma protein adsorption is the first event that occurs when a foreign material comes into contact with blood, which affects the subsequent blood-material interactions. [47] The adhesion of fibrinogen from blood plasma plays an important role in the coagulation cascade. [48, 49] Fibrinogen has been reported to be the main plasma protein mediating the adhesion of platelets.
[50] The affinity of fibrinogen was indeed reported to be higher and more rapid for CH 3 groups (hydrophobic) than for OH groups (hydrophilic). [51] Thus, the amount of adherent fibrinogen is higher on hydrophobic surfaces than on hydrophilic surfaces. [51, 52] Charge-transfer interactions are also important in protein adsorption and can determine the blood compatibility of biomaterials. Fibrinogen has the same electronic structure as a semiconductor, and electron transfer from its occupied valence band into the free states of a material surface may cause thrombus formation. [53] On the other hand, a hydrophilic surface consists of hydroxyl groups (OH), which are electrically negative terminal groups. Such a hydrophilic surface has been shown to prevent platelet adhesion by providing an oxide layer that acts as a semiconductor that insulates and prevents electron conduction at a material surface. [54] Note the special blood compatibility properties for the boron doped DLC film with B/C = 0.4, which had a different chemical structure from the other tested boron doped DLC films because it was deposited using TMB gas only. In comparison the film with B/C = 0.1, although the film with B/C = 0.4 had a higher boron content, it had fewer adherent platelets. According to the previous discussion, this film exhibited higher hydrophilicity than the film with B/C = 0.1 owing to it consisting of oxide constituents as proven by XPS analysis which led to a low number of adherent platelets. In our previous study, we reported that a boron doped DLC film with B/C = 0.4 had a porous surface. [13] Koh et al. [55] described how geometrical features in addition to the specific surface chemistry have a significant effect on reducing platelet adherence. Another study by Sutherland et al. [56] suggested that in the early phase of platelet exposure (approximately 10 min), the platelet binding rate is controlled by the nanoscale surface topography (40 nm diameter and 10 nm depth) rather than the surface chemistry, which increases platelet binding. However, according to the results of our SEM observation in Figure 8 , fewer platelets were observed after 5 and 10 min incubation on the surface of the film B/C = 0.4 than on the other films, in contrast to the study by Sutherland et al. [56] Hence, we believe that
